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Abstract

Background: We report on a biological artifact that is unknown in the EEG-literature,
presumably due to its invisibility in the unfiltered raw EEG. On account of its
probable electrogenesis, we discuss Arterial Pulse Impedance Artifact (APIA). One
may also call it a virtual artifact because it only becomes manifest as the averaged
mean value of power spectra from consecutive 2s epochs across a total length of
5 min (150 epochs).

Presentation of the hypothesis: APIA has a cardiac origin, mediated by the
superficial head arteries. The arterial pulse induces rhythmic changes in the electrical
impedance between the cortical generator inside the skull and the recording
electrode that is outside.

Testing the hypothesis: APIA will only show up in the EEG if an electrode is fixed
very close to the artery. APIA vanishes upon minimal shifting of the corresponding
electrode. Detectability in the FFT-spectrogram is due to an amplification effect.

Implications of the hypothesis: The only possibility to avoid this artifact consists in
excluding the APIA-prone spectral components below 2.0Hz from any further
quantification procedure. The importance of this artifact consists in its possible
interference with test-retest reliability, for EEG practice and research.

Keywords: APIA (Arterial Pulse Impedance Artifact), Steep peaks up to 2Hz, “Invisible
in the “raw EEG”, Cardiac origin

Background
One major factor persistently hampering the development of a psychophysiologic EEG

is its deficient test-retest reliability. Its center stage is occupied by a biological artifact

that has not previously been described in the literature. Remarkably, this artifact seems

to have gone unrecognized by all those who have performed FFT- spectral analysis

since the introduction of QEEG. Superficially speaking the main reason should be the

invisibility of this artifact within the raw-EEG which is by no means rare.

Presentation of the hypothesis

When we first called attention to this phenomenon [1] using the acronym PIA (Pulse

Impedance Artifact), the response was incomprehension. Later on, we spoke of APIA

(Arterial Pulse Impedance Artifact) in order to emphasize its bioelectrical source [2].
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There are certain biological artifacts occurring inevitably. In the low frequency range

(up to 2.0Hz as a rule), they are due to spontaneous blinks of the lids, movements of

the ocular bulbi, swallowing or ECG. Conventionally, artifact elimination consists in

“eye-ball editing” of the Spontaneous Resting EEG (SR-EEG). A major drawback of this

procedure is the unavoidable adulteration of the time-course, which is equivalent to the

EEG’s dynamic information. As already emphasized introductorily, the most substantial

objection against visuo-morphologically artifact editing is the up to now generally un-

known considerable amount of APIA because of its invisibility in the raw-EEG [2, 3]. If

one considers the dynamic information contained in the undistorted time-structure as

important, there exists no other corrective than to exclude the whole APIA-prone FFT-

spectral range from further calculations.

Testing the hypothesis

Since our aim consisted in the verification of eventual APIAs and not in its elimination

we are deliberately resigning with common pre-processing filtering. This is also true for

Independent Component Analysis (ICA), a method of multivariate statistics that may

render an EEG to be both false and false-negative artifact-contaminated with regard to

APIA.

Figures 1, 2, 3 and 4 show the averaged FFT spectra of normal SR-EEG record-

ings and the APIA revealed by the FFT. In the first recording (I) very steep delta

peaks at T4-A2 and F8-A2 but also with somewhat lower amplitude as well as

dwindling harmonics in O1-A1, F7-A1, and T3-A1 are depicted. In the following

recordings (II or II-VI) there are steep peaks with distinctly lower amplitudes only

to be seen in F7-A1 and F8-A2.

This special type of artifact is the most vicious, because it cannot be circumvented by

conventional visual editing. There is no other possibility to eliminate APIAs than the

exclusion of the APIA-prone spectral components from further calculation procedures,

i.e. the slow frequencies below 2.0Hz. APIA results from a certain topographical rela-

tion between electrodes and the superficial head arteries. This relation cannot be influ-

enced by the recording technique, for example the international 10–20 scheme or by

taking any preventive measure, whatsoever. Otherwise, APIA cannot be tolerated be-

cause it adulterates the spatio-temporal characteristic and thus the dynamics of the SR-

EEG. APIA is characterized by the peculiar coincidence of some observational facts

which are compiled as follows.

APIA: The coincident features

The prerequisite for the visual manifestation of the virtual APIA is averaging across

short-epoch FFTs (2s each). A considerable ample number of very low voltage poten-

tials – about 150 – provide for an amplification effect and thus detectability.

I. The paramount and most confident feature for verification are the needle-like steep

FFT-spectrographic peaks within the 1.0 to 2.0Hz range.

II. The very different amplitudes of the FFT-spectrographic peaks are invisible in the

raw EEG

III. In a minority of cases appear multiple peaks within the APIA-prone frequency range
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Fig. 1 (See legend on next page.)
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IV. The APIA typically prefer temporal regions, especially F7, F8, T3, T4, T5 and T6;

less commonly, regions O1 and O2

V. The higher the APIA-amplitudes, the more probable the appearance of damped

harmonics

VI. There is no relationship between number and placement of electrodes (10–20

placement of the electrodes) and the number of APIAs.

VII.APIA are not reproducible, being independent on the interval between successive

recordings.

Implications of the hypothesis

It is a well substantiated fact that blood has far better electrical conductivity than water

or organic tissue such as bone, muscle or fat because of a higher concentration of elec-

trolytes. As a result, the impedance between the electrodes, fixed on the scalp and the

surface of the brain beneath the bony skull will decrease during the phase of systolic

blood filling of the superficial head arteries (Fig. 5) and will increase during the subse-

quent diastolic phase. Thus, the arterial pulse induces rhythmical changes in electrical

impedance between the cortical generator inside the skull and the recording electrode

outside. This will show up in the EEG if a recording electrode is fixed over or very

close to the artery. The impedance variations were definitely not induced by "rhythmic"

electrode movements! With a mean heart rate of 60–120 beats/min, we have reason to

expect an empirically observable variation of the impedance value at a frequency of 1–

2 Hz to characterize the typically steep peak of the APIA phenomenon.

APIA vanishes upon minimal shifting of the respective electrodes. As already

depicted, Figs. 1, 2, 3 and 4 show more or less typical APIAs with steep peaks in the

range below or equal to 2.0Hz and implied harmonics.

A cardiac origin can be stated for the virtual artifact mediated by the superficial head

arteries. APIA has to be distinguished from the well-known interspersal of the QRS-

complexes generated by the electrical activity of the heart and recorded by the electro-

cardiogram (ECG). This type of EEG artifact may generally be recognized by visual in-

spection, allowing localized inferences about the position of the electrical heart-axis.

Though the frequency range of the QRS-complex partially overlaps with APIA which

also applies for blinks and other eye movements they may easily be distinguished from

APIA on account of the typical steep-needle-like peaks in the very low frequency range.

Furthermore, subjects who show an interspersal of QRS-complexes in their raw EEG

will also exhibit them with repeated recordings. A specific distinguishing mark between

APIA and the QRS-complexes is the local preference of the former with its systematic

bias for the temporal regions. The different focal areas of APIAs and QRS-complexes

may be corroborated by Hjorth’s source derivations [4], when all is said and done.

(See figure on previous page.)
Fig. 1 Mean power spectra as calculated from the last 150 consecutive 2s epochs (5 min) with ipsilateral
reference (A1, A2) and Pz as ground electrode. A ground electrode is needed to serve as a common reference
point for all voltages in the system or with respect to collect the grounding of the potentials of an EEG system.
Subject: healthy male, 31 years of age; Fig. 1 shows the ipsilateral power spectra with an interval of 4 weeks (I: 01/
02/08 and II: 02/03/08). Please note channels T4-A2 and F8-A2. Especially the former shows a right-hemispheric
needle-like steep peak within the slow Delta-range. A similar peak but less distinct can be observed in the right
temporo-frontal region over F8. Notably is the impoverished Alpha peak as an indicator of a desynchronized low
voltage EEG to be observed with 7–10 % of adults with an intact brain function
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The Figs. 2, 3 and 4 on the next pages show examples of APIA. Electrodes with

APIA-typical morphology are highlighted in bold typeface, with less typical morph-

ology in normal typeface.

Fig. 2 Mean power spectra as calculated from 150 consecutive 2s epochs (5 min) with ipsilateral reference
(A1, A2) and Pz as ground electrode
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The morphology of the phenomenon to be addressed as APIA spans the entire range of
variation. F4 (I) triphasic peaks with steep peaks 1-2Hz with very different amplitudes, begin-
ning with a 1-2Hz of relatively low amplitude, followed by a slightly lower peak of 2–3Hz
and a steep, higher 3–4Hz needle-like peak. In the same recording, five additional APIAs
may be detected. On C4, P3, F7, T5 monophasic low peaks may be detected in the slow
Delta range; from these only F7 shows the prototypical needle-like high peak which is similar
to the T4 in Fig. 1. A biphasic peak with large amplitude whereby the first peak shows up at
2Hz and the second set of 3–4 peaks occurs withT3. In the second recording (II) there occur
monophasic APIAs with F4, P3 and O1 with a frequency of 2–3Hz; on account of their low
and steep appearance they resemble epileptic spikes. In the third recording (III), F3 shows a
prototypical APIA with a needle-like high amplitude morphology and lower slow peaks with
C4, P3, P4, O1, and F8. No APIA can be found with the fourth recording (IV). With record-
ing VAPIA is implied in the regions F3, C3, F7 and F8 and with recording VI no APIA may
be discovered. Remarkably, the subjects, who were chosen as examples for APIA, exhibit only
a scant Alpha amount, seeming to belong to the sample of normal variants with low-voltage
EEGs that do not show brain dysfunction. But any nexus can be excluded because also APIAs
may be demonstrated in subjects with excellent Alpha basic rhythm.

Eventually, by visual inspection or by brain-mapping a distinction can be performed. The
detectability is due to an amplification-effect, i.e., the amplitudes of the single slow waves
underlying the APIA-typical steep peaks remain below the threshold of visual perception.
The prerequisite for manifestation of the virtual APIA is the amplification effect, which con-
sists of considerable stability and constant speed of an ample number (about 150) of low-
voltage potentials (of 2s each) whose averaging gives rise to manifest (instead of virtual)
APIAs. This is visualized within the first recording by marked steep peaks indicating APIA
recorded by the electrodes T4, F8 and less marked above F7, T3, and O1; in the second re-
cording there appears only less marked APIA at F8 and T3. The steep peaks appear in the
wake of FFT-analyzed and averaged 150 consecutive 2s epochs. With the first recording the
electrodes T3, F8 and O1 show a noticeable multitude of peaks.

Thus, last but not least it is an amplification effect, which explains the manifestation

of the virtual APIA by FFT. Amplification is out of the question with focal lesions or

with heart-generated QRS-complexes and T-waves.

As already emphasized, the only possibility to avoid this artifact-type consists in exclud-

ing the APIA-prone spectral components below 2Hz from any quantification procedure.

In this way visual artifact-editing would become pointless because simultaneously all

slow-frequent artifacts in their entirety are eliminated, in particular the loco-motor effects

due to ocular- and facial muscle-activity as well as the DC-voltage generated by sweating,

the QRS-complexes from ECG, the cardioballistic effect but also technical artifacts as for

instance those due to sloppy fixed electrodes. For absolute certainty, one may also exclude

the fronto-polar electrodes Fp1 and Fp2. We firmly hold that such a radical
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methodological realignment represents both the absolute minimum of technical expend-

iture as well as the optimum with regard to the attainable reliability. This is important not

only to improve the potential to detect subtle EEG changes induced by psychotropic

agents [5, 6] but also for elaborated approaches such as LORETA [7]. Furthermore, we

hold that the exclusion of the EEG waves below 2Hz and above 15Hz will not have any

negative impact on the information content provided by the Cerebral Global Function

(CGF). Notably, the common spectral range for QEEG is arbitrary.

Fig. 3 Mean power spectra as calculated from 150 consecutive 2s epochs (5 min) with ipsilateral reference
(A1, A2) and Pz as ground electrode

Ulrich et al. Neuropsychiatric Electrophysiology  (2016) 2:5 Page 7 of 10



Attention should be paid to the frame of reference. This applies especially to the

electrode-cap, which is being used almost exclusively today. We recapitulate that in modern

EEG systems all potentials are initially recorded against one of the central reference elec-

trodes Fz, Cz or Pz. Thereby an advanced basis is delivered to generate typical montages

such as the Common Average Reference and/or Ipsilateral Reference (to the same ear-

lobe or mastoid). The disturbance potential of the APIA type is normally virtual, i.e. invis-

ible. It will only become manifest (visible) by transformation of the time into the frequency-

Fig. 4 Mean power spectra as calculated from 150 consecutive 2s epochs (5 min) with ipsilateral reference
(A1, A2) and Pz as ground electrode
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domain by means of FFT and the averaging of a certain amount of short FFTs (i.e., >100

<200). By generating the Common Average Reference, APIA will add up to the already ad-

dressed amplification principle (see above) and even worse therewith becomes part of the

reference potential! If an ipsilateral montage is used (against the earlobe or mastoid), this

will no longer make an impact on all other electrodes, as would be the case with a conven-

tional Common Average Reference montage. Thus, one would get the subsistent APIA-

asymmetry. Summarized: The precondition for the demanded asymmetrical depiction in

the wake of FFT is that the potentials of an ipsilateral montage (earlobe or mastoid) are fed

into the FFT algorithm. In contrast, the conventional Common Average Reference without

an ipsilateral montage will not show the asymmetry being typical of APIA. In this case, a de-

ceptive bilateral-symmetric disturbance will appear.

The limitation of electrodes and therewith of spatial resolution is just the contrary to

the demanded increase of up to 256 electrodes by some few authors (e.g., [8]). In the

era of brain-imaging, no weighty argument suggests misusing the time-function EEG

for structural diagnosis. On the other hand, the potential to objectively measure the

organizational level of CGF as well as EEG-vigilance dynamics has opened new pros-

pects for neuropsychiatric research.
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